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Abstract— According to recent physiological experiments, the 
envelope and phase of speech signals are required to enhance the 
perceptive capability of a cochlear implant processor. In this 
paper, the design of an analog complex gammatone filter is 
introduced in order to extract both envelope and phase 
information of the incoming speech signals as well as to emulate 
the basilar membrane spectral selectivity. The gammatone 
impulse response is first transformed into the frequency domain 
and the resulting 8th-order transfer function is subsequently 
mapped onto a state-space description of an orthonormal ladder 
filter. Using this approach, the real and imaginary transfer 
functions that share the same denominator can be extracted 
using two different C matrices. This results in a compact filter 
structure. The proposed filter is designed using Gm-C integrators 
and sub-threshold CMOS devices in AMIS 0.35μm technology. 
Simulation results using Cadence RF Spectre confirm the design 
principle and ultra low power operation. 

I. INTRODUCTION  

Cochlear Implants (CI) are prosthetic devices that restore 
hearing function in profoundly deaf patients by bypassing 
damaged parts of the inner ear and directly stimulating the 
remaining auditory nerve fibers in the cochlea with electrical 
pulses. To do so, the CI contains a speech processor that plays 
an important role in converting the original speech signal into 
electrical stimuli. Traditionally, the processor decomposes the 
frequency band of the incoming speech into several sub-bands 
and extracts the envelope of each sub-band for generating 
amplitude modulated pulses to stimulate the nerve fibers [1].  

To realize the spectral analysis in an analog speech 
processor, band-pass filter designs based on 2nd order filters in 
the form of log-domain [2-3] and Gm-C [4] filters using 
CMOS circuits operating in weak inversion have been 
reported. These filter circuits are successful in terms of power 
consumption but lack operation that is analogous to a real 
cochlea. Besides, in conventional speech processors [2-4], the 
envelopes are extracted by a full-wave rectifier and a low-pass 
filter that may provide compact hardware implementation, yet 
their high frequency information is corrupted [5-6].  

It was found in [7] that, observing a cochlear nucleus after 
electrical stimulation, a gammatone function could closely 
describe the resulting cochlear impulse responses. As a 
consequence, the gammatone filter has been popularly used in 
cochlear modeling [8] and speech recognition [9]. Also it has 
been suggested in [5-6] that, in order to preserve the high 

frequency information of speech signals, the Hilbert transform 
should be employed instead of the simple rectifier combined 
with a low-pass filter.  

Recently, partially driven by the motivation mentioned 
above, a realization of a gammatone filter has been introduced 
[10]. The design is based on a class-AB log domain circuit 
using signal splitting and cascaded class-A biquad sections. 
The filter successfully emulates the pseudo-resonance 
behavior of the basilar membranes and provides a very high 
dynamic range of 120dB. This paves the way for high 
performance bio-inspired analog filter design for new 
generations of cochlear implants.   

In order to develop further, this paper creates a bio-realism 
of the cochlear channels by combining the gammatone 
impulse response with the Hilbert transform within a compact 
frequency selective circuit. The design methodology starts 
with Laplace transforming the gammatone function into two 
band-pass transfer functions which represent the real and 
imaginary signal of the complex gammatone filter. To 
synthesize the filter, the transfer functions are mapped onto an 
orthonormal ladder structure which provides good dynamic 
range, minimum sensitivity to component variations and high 
sparsity [11]. A sub-threshold Gm-C filter is selected to realize 
the filter in order to verify the feasibility of the complex 
gammatone filter at very low power operation. 

II. SPECTRAL ANALYSIS IN COCHLEAR IMPLANTS 

A. Temporal Envelope and Fine Structure 
Applying the Hilbert transform to an incoming speech 

signal, which is considered a real signal, xre(t), results in        
an imaginary signal xim(t) which can be combined to create  
the analytic signal 

          ( ) ( ) ( )re ims t x t jx t= + . (1) 

In the psychoacoustic literature [5], temporal envelope and 
fine structure (phase information) are respectively defined by 

                            2 2( ) ( ) ( )re ima t x t x t= + , (2) 

and cos( ( ))tφ , where  
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is the phase of the analytic signal. The temporal fine structure 
is critical for speech recognition in background noise and 
music perception. In [12], it has also been recognized that the 
temporal fine structure is more important for pitch recognition 
than the temporal envelope. 

B. The Gammatone Auditory Filter Bank 
The gammatone filter function describes the impulse 

responses of the mammalian cochlea and is defined by   

       ( )( 1) ( 2 )( ) cos(2 )  ; 0n bt
cg t at e f t tπ π φ− −= + > .   (4) 

The parameter n is the order of the filter, b is the 
bandwidth of the filter, fc is the centre frequency of the filter, 
a  is a constant and φ  is the starting phase. 

In the case of n = 4 and b is 1.019 times the Equivalent 
Rectangular Bandwidth (ERB), (4) can represent the human 
auditory filter [13]. The ERB is a psychoacoustic measure of 
the bandwidth of the auditory filter at each point along the 
cochlea. In [14], human data on the ERB of the auditory filter 
has been summarized and can be approximated as  

             24.7(4.37 /1000 1)cERB f= + . (5) 

Together, (4) and (5) define the gammatone auditory filter 
bank. An example of the centre frequencies of 16 cochlear 
channels and their ERB is shown in table I [15].  

III. TRANSFORMATION OF GAMMATONE FILTER  

A. Laplace Transform of Complex Gammatone Filter 
For convenience, we set a =1 and φ =0. Then (4) can be 

modified for a complex tone as 
3 2( ) bt j t

cg t t e eπ ω−= ⋅  

         ( )23 3 ( 2 )cos( ) sin( )bt btt e t jt e tπ πω ω− −= + .   (6) 

Converting (6) into the frequency domain using the Laplace 
transform properties, we obtain 
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where 2B bπ=  and 2 cfω π= .  ( )reG s  and ( )imG s  are the 
transfer functions of the real and imaginary signals, 
respectively. Note that the denominators of both transfer 
functions are the same, facilitating a compact hardware 
implementation which will be illustrated shortly.  

To exemplify the case of a centre frequency of 1 kHz and 
an ERB of 132.64 Hz, we have normalized the transfer 
function as 

12 4 15 3 20 2( ) 1.05 10 3.566 10 2.441 10reN s s s s= − × − × + ×  

    23 274.197 10 1.457 10s+ × − ×   (9) 
16 3 19 2 23( ) 2.638 10 6.722 10 9.845 10imN s s s s= − × − × + ×  

    268.684 10+ ×  (10) 

       8 7 8 6 11 5( ) 6794 1.781 10 8.389 10D s s s s s= + + × + ×            

               16 4 19 3 23 21.11 10 3.372 10 2.878 10s s s+ × + × + ×  

                  26 304.413 10 2.611 10s+ × + × . (11) 

B. Orthonormal State Space Representation 
In order to implement the complex gammatone filter, both 

real and imaginary transfer functions are mapped onto a state 
space orthonormal ladder structure. A detailed explanation of 
the procedure to derive the orthonormal ladder form can be 
found in [11, 16-17]. The state space description as A, B and 
C matrices of the example transfer function are given by  

,

0 6201 0 0 0 0 0 0
-6201 0 778.5 0 0 0 0 0

0 -778.5 0 6093 0 0 0 0
0 0 -6093 0 1608 0 0 0

  = 0 0 0 -1608 0 5788 0 0
0 0 0 0 -5788 0 3350 0
0 0 0 0 0 -3350 0 7391
0 0 0 0 0 0 -7391 -6794

          

re im
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A ,(12) 

      [ ]-39.40 10.99 4.96 -0.324 -0.158 0 0 0re =C , (13) 

          [ ]10.95 39.63 -1.03 -2.46 0 0 0 0im =C , (14) 

and 

                    [ ]T
, 0 0 0 0 0 0 0 46.50re im =B . (15) 

The A matrix determines the denominator of both real and 
imaginary transfer functions. A scaling factor for the whole 
filter is defined by matrix B. It is obviously seen that to realize 
the real and imaginary outputs, different parameters in 
matrices Cre and Cim will be used. Therefore, in a practical 
implementation (Gm-C structure in this case, See Fig.1 in Sec. 
IV), we can save area and power since all the time constants 
whose realizations consume most of the total chip area and 
power can be shared. Unlike other realizations that double 
hardware to realize real and imaginary transfer functions [18], 
in this work, only two different sets of transconductors are 
required.   

TABLE I.  ERB AND CENTRE FREQUENCY OF 16 COCHLEA CHANNELS [15] 

Channels 1 2 3 4 5 6 7 8 9 10 11 12 13 14 15 16 

ERB(Hz) 40.89 50.55 62.48 77.23 95.46 118.00 145.86 180.30 222.87 275.49 340.53 420.93 520.31 643.16 795.01 982.71 

cf  (Hz) 150.0 239.4 350.0 486.7 655.6 864.4 1122.5 1441.6 1835.9 2323.4 2926.0 3670.9 4591.6 5729.7 7136.5 8875.5 
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Figure 1.  Circuit of the complex gammatone 

 
Figure 2.  Frequency responses of 16 real gammatone filter channels 

 

Figure 3.  Subthreshold Tanh transconductor (a) circuit (b) symbol 

 

IV. CIRCUIT IMPLEMENTATION 

Fig. 1 shows the topology of the complex gammatone 
filter corresponding to the above state-space representation.  
The frequency responses by using ideal devices (only for the 
real output) of a 16 channels gammatone filter according to 
the parameters in table I are shown in Fig. 2. 

The circuit design of the filter is based on the Gm-C 
integrator approach using identical simple sub-threshold 
differential transconductors as main building blocks shown in 
Fig.3. The voltage to current relationship of the transconductor 
is given by 

                              tanh
2

d
out B

T

V
I I

nU
= ,        (16) 

   
Figure 4.  Simulated impulse response at fc=1kHz 

 

Figure 5.  Frequency responses of the real output at  fc =1 kHz 

 
Figure 6.  Frequency responses of the imaginary output at fc =1 kHz 

where n and TU are the sub-threshold slope factor and thermal 
voltage, respectively [19]. The small signal transconductance, 

/ 2m B Tg I nU=  can be found from the first term of the Taylor 
series expansion of (16). The integrator time constants in the 
A matrix are defined by ( / mC gτ = ) where C=Ci= 20pF. The 
bias current of each transconductor is set according to the 
coefficients in the matrices. The centre frequency and the gain 
of the filter can be varied by scaling the bias currents of the 
transconductors of matrices A and B and C, respectively. 

 
V. SIMULATION RESULTS 

The concept of the complex gammatone filter was verified 
in Cadence using RF spectre and AMIS 0.35μm technology. 
The dimensions equal W/L=6μm/6μm and 6μm/2μm for the 
PMOS differential pair and all transistors in the cascoded 
current mirrors, respectively. Supply voltage VDD = 2V and the  
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Figure 7.  The output noise (PSD) 
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Figure 8.  Total harmonic distortion of the proposed filter 

common mode voltage reference was set at 1 V. The quiescent 
power consumption equals 4.71 μW.  

Fig. 4 shows the impulse response of the filter at 1 kHz 
centre frequency by applying a positive pulse signal, with     
an amplitude of 10 mV and a pulse width equal to 100 μs.   
The common mode signal has been removed for clarity. The 
frequency responses of the filter are shown in Fig. 5 and 6 for 
the real and imaginary outputs, respectively. It is clear that, in 
the pass-band, the results are close to the ideal case. 
Fortunately, errors induced from non-idealities of the  
transconductor occurred mainly in the stop-bands and do not 
harm the filter’s functionality. 

 The integrated output noise power over the range from 15 
Hz to 15 kHz is 2μV2 and the noise power spectral density 
(PSD) is shown in Fig. 7. Fig. 8 shows the total harmonic 
distortion (THD) of the real and imaginary outputs, when 
sinusoidal inputs signals, ranging from 2 mV to 34 mV, are 
applied at the centre frequency of 1 kHz. 

 
VI. CONCLUSIONS 

The theory and design of a complex gammatone filter for 
cochlear implant sixteen channels has been proposed in this 
paper. The key features for speech intelligibility including 
temporal envelope and the phase information can be extracted 
from a compact Gm-C poly-phase band-pass filter circuit. 
This work is considered to be useful for developing the next 
generation of cochlear implants.  
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